
 Inactivation of respiratory viruses with the 
SpeciMAX Stabilized Saliva Collection Kit
Introduction
Respiratory viruses can cause severe infections and lasting 

damage to infected tissues. Nasopharyngeal swabs have 

historically been used for detection of upper respiratory viruses, 

whereas sputum has been used for detection of lower respiratory 

viruses. These methods are invasive and uncomfortable for 

the individual providing the sample [1]. Saliva is emerging as a 

valuable noninvasive specimen type for detection of respiratory 

viruses. However, handling of positive specimens can be a 

risk after collection. Incorporating inactivation of respiratory 

viruses into a laboratory workflow is one way to help minimize 

downstream risk to the clinical scientist or research professional. 

The Thermo Scientific™ SpeciMAX™ Stabilized Saliva Collection 

Kit contains a stabilizing buffer that helps keep RNA and DNA 

from degrading at room temperatures and inactivates common 

human respiratory viruses. In this study, several RNA and DNA 

respiratory viruses were treated with SpeciMAX stabilization 

buffer, then analyzed quantitatively for viral infectivity by 

approximately 50% tissue culture infectious dose (TCID50) 

endpoint assays and standard plaque assays.

Background
Cell-based assays with direct visualization of viral cytopathic 

effect (CPE) include TCID50 endpoint assays and plaque assays. 

Both require serial dilution of virus followed by infection of a 

susceptible cell monolayer. The TCID50 assay allows unrestricted 

spread of virus throughout the cell monolayer. Each well is 

monitored for CPE, and wells are scored for the presence (+) or 

absence (–) of CPE. After scoring, TCID50 is calculated to quantify 

the amount of infectious virus present in the original sample. A 

TCID50 assay is generally followed by molecular verification of viral 

presence by methods like qPCR or immunostaining. In a plaque 

assay, a sample containing virus in an unknown concentration is 

serially diluted and used to infect cellular monolayers in the wells 

of a standard plate. An overlay is applied to each monolayer, 

and the cells are incubated to allow gradual propagation of 

infection. In contrast to the TCID50 assay, overlays are applied 

in plaque assays to help limit viral spread. CPE in this context 

produces distinct areas of cell death, or plaques, on the cellular 

monolayers. The cellular monolayers are then fixed and stained, 

yielding visually countable viral plaques against the cellular stain. 

Serial dilution is necessary to bring the virus concentration to 

within a countable range. This allows quantification of infectious 

virus present in the original sample [2]. It is important to note 

that qPCR was utilized in these studies to confirm the results of 

the TCID50 assay. However, we do not report on viral inactivation 

based on viral copy number. Instead we directly quantified the 

amount of infectious virus present experimentally with the TCID50 

assay (TCID50/mL) and a plaque assay to measure plaque forming 

units per mL (pfu/mL).

Several human respiratory viruses with different genomes, virion 

structures, and levels of resistance to inactivation were chosen 

for this study (Table 1). These viruses varied in terms of genome 

size and segmentation, the presence of a viral envelope, and 

average virion size. As the SARS-CoV-2 (severe acute respiratory 

syndrome coronavirus 2) requires handling at biosafety level 

3 (BSL-3), human alphacoronavirus strain 229E (HCoV-229E) 

and murine hepatitis virus (MHV) strain A59, a betacoronavirus, 

were selected as surrogates for in-house inactivation studies 

with plaque assays. Representative BSL-2 viruses were chosen 

for their prevalence in human saliva, as well as to cover a 

spectrum of resistance classification based on the Klein–Deforest 

scheme [4], and the Baltimore classification for viral genome 

replication [5]. Lower-resistance viruses included RSV-A2, 

HCoV-229E, MHV, and HSV-1, the latter of which was utilized as a 

surrogate for Epstein-Barr virus. Human adenovirus was included 

as a moderately resistant non-enveloped respiratory virus. 

SARS-CoV-2 inactivation levels were confirmed in BSL-3 facilities 

by performing the TCID50 assay with both an A lineage strain and 

a variant strain. For the variant strain, a high-resolution cell line 

that expressed the SARS-CoV-2 viral receptor was used. This 

cell line is fine-tuned to quantify SARS-CoV-2 infection with up to 

10-fold greater resolution than standard Vero cells [3].
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Experimental procedures
Overview
Individual respiratory viruses were incubated in 1:1 volume 

ratios with SpeciMAX stabilization buffer at ambient 

temperature (15°C to 25°C). The BSL-2 viruses were incubated for 

30 minutes, and the BSL-3 SARS-CoV-2 viruses were incubated 

for 10 or 30 minutes. SpeciMAX buffer was demonstrated 

in-house in a cell viability assay to be cytotoxic and had to be 

removed prior to cellular infection. Two methods were used to 

accomplish buffer removal in this study. The first method involved 

buffer dilution and centrifugation through a spin column to 

achieve buffer exchange. This method was used in the respiratory 

viral panel studies and the A lineage SARS-CoV-2 studies. The 

second method used a one-step exchange resin to minimize viral 

loss and reduce the processing time and additional exposure 

time needed to perform the standard buffer exchange in the 

SARS-CoV-2 variant studies. In all experiments, a PBS process 

control was used to demonstrate that the buffer removal process 

did not alter the infectious viral titer. Plaque assays or TCID50 

assays followed by serial passaging were performed to quantify 

the infectivity of the viruses after treatment (Figure 1).

Table 1. Respiratory viruses used to test for inactivation with the SpeciMAX Stabilized Saliva Collection Kit.

Virus Genome 
type*

Average 
genome 
size (kb)

Segmented 
genome

Viral 
envelope

Average 
virion 

size (nm)

Resistance to 
inactivation

Baltimore 
classification

2019 novel coronavirus 
(SARS-CoV-2)

+ssRNA 29 No Yes Variable Low IV

Respiratory syncytial virus type A 
strain 2 (RSV-A2)

–ssRNA 15.2 Yes Yes 150 Low V

Human coronavirus strain 229E 
(HCoV-229E)

+ssRNA 32 No Yes 115 Low IV

Murine hepatitis virus (MHV) 
strain A59

+ssRNA 29.9 No Yes 85 Low IV

Herpes simplex virus type 1 
(HSV-1) strain KOS 

dsDNA 152 No Yes 200 Low I

Adenovirus type 5 (AdV-5) strain 
adenoid-75 

dsDNA 36 No No 80 Medium I

* +ssRNA: positive sense single-stranded RNA; –ssRNA: negative sense single-stranded RNA; dsDNA: double-stranded DNA.

Figure 1. Workflows for the viral inactivation studies performed 
using SpeciMAX buffer. 
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Table 2. Viruses and cells used in this study.

Material Supplier Cat. No.

Viruses

SARS-CoV-2, isolate USA-WA1/2020 (A lineage) BEI Resources NR-52281

SARS-CoV-2, isolate hCoV-19/Japan/TY7-503/2021 (variant) BEI Resources NR-54982

RSV-A2 BEI Resources NR-12149

HCoV-229E ATCC VR-740

MHV strain A59 ATCC VR-764

HSV-1 strain KOS ATCC VR-1493

AdV-5 strain adenoid-75 ATCC VR-5

Cells*

Vero E6 (DMEM, Cat. No. 11995) ATCC CRL-1586

Vero E6 expressing TMPRSS2 (DMEM/F-12, Cat. No. 11320) JCRB Cell Bank JCRB1818

HEp-2 (DMEM/F-12, Cat. No. 11320) ATCC CCL-23

MRC-5 (MEM, Cat. No. 11095) ATCC CCL-171

A549 (DMEM, Cat. No. 11995) In-house NA

L929 (Medium 199, Cat. No. 11150) Sigma 85103115-1VL

* The Gibco™ medium used for maintenance of each cell line is shown in parentheses.

BSL-2 respiratory virus studies
Plaque assays were performed according to literature 

references provided for each virus utilizing either agarose or 

carboxymethylcellulose overlays in 12-well or 6-well plates as 

applicable [6-10]. Inoculation and incubation were followed by 

fixation with methanol or formaldehyde and the monolayers 

were stained with crystal violet. The viruses and cell lines utilized 

for the experiments are summarized in Table 2. The cell lines 

were maintained as recommended by the manufacturers in a 

humidified chamber at 37 ± 2°C in 5 ± 2% CO₂. The plaque 

assay is quantitative, and results are reported in mean pfu/mL 

from triplicates. Blind passages in 12-well plates were visually 

monitored and scored positive or negative for the presence of 

viral CPE on the cellular monolayers. The scoring occurred at 

two time points in hours post-infection (hpi) as appropriate for 

each virus: RSV and AdV-5 at 120 and 168 hpi; MHV and HSV-1 

at 48 and 72 hpi; and HCoV-229E at 96 and 120 hpi. Cells were 

also observed at 0 hpi and 24 hpi during infection to monitor 

for any signs of cell stress due to residual buffer toxicity. Cells 

were passaged up to two additional times to monitor for viral 

breakthrough beneath the limit of detection of the plaque assays. 

In addition to process controls, positive titer controls and negative 

monolayer controls were included in each setup.

TCID50 assays for SARS-CoV-2
Vero E6 cells and Vero E6 cells that stably expressed the 

SARS-CoV-2 receptor were maintained in Dulbecco’s minimum 

essential medium (DMEM) and DMEM/F-12, respectively, in a 

humidified chamber at 37 ± 2°C in 5 ± 2% CO₂. Each medium 

contained 10% heat-inactivated fetal bovine serum (FBS) and 

antibiotics. On the day prior to cell infection, the Vero E6 cells 

were seeded in 96-well plates for the TCID₅₀ assays and 12-well 

plates for serial passaging. Virus was incubated for 10 minutes 

or 30 minutes in SpeciMAX buffer. For the A lineage test, the 

buffer was removed via dilution followed by centrifugation through 

a spin column. For variant testing, the mixture was added 

directly to the one-step spin column for removal of cytotoxic 

components, and immediately used in the assay. Virus was 

allowed to adsorb onto the cellular monolayers for 1 hour, and 

the plates were incubated in a humidified chamber at 37 ± 2°C in 

5 ± 2% CO₂ for 5 days. For the A lineage study, the monolayers 

were monitored for CPE on days 3, 4, and 5 and scored for 

TCID₅₀/mL titer calculations. For the variant study, day 5 was 

selected as the best endpoint to monitor and score viral titer. 

In both studies, cells were visually scored at 4 hours post-

inoculation for signs of distress, as indicated by CPE resulting 

from buffer carryover. TCID₅₀ was calculated from the CPE scores 

using the Reed-Muench method [11].



Figure 2. Inactivation of common respiratory viruses using the SpeciMAX Stabilized Saliva Collection Kit. A + sign indicates the presence of 
CPE on the monolayer, a < sign indicates no observable titer or cytopathic effect. Titer was reduced after buffer treatment due to viral loss during the 
buffer exchange step.

Virus input control Buffer treatment: PBS or SpeciMAX buffer

Titer control Passage control Plaque assay (pfu/mL) SpeciMAX buffer, serial passages

Plaque 
assay 

(pfu/mL)
P1 P2 P3 1:1 PBS

1:1 
SpeciMAX 

buffer
P1 P2 P3 Result

RSV-A2 1.2 x 10⁷ + + + 1.7 x 10⁶ < < < < Inactivated

HCoV-229E 2.0 x 10⁶ + + + 4.8 x 10⁵ < < < < Inactivated

MHV 9.0 x 10⁵ + + + 7.7 x 10⁴ < < < < Inactivated

HSV-1 4.0 x 10⁷ + + + 1.3 x 10⁷ < < < < Inactivated

AdV-5 1.4 x 10⁸ + + + 2.0 x 10⁷ < < < < Inactivated

Serial passaging for SARS-CoV-2
To verify the presence or absence of virus below the TCID₅₀ 

assay limit of detection, naïve cells grown in a 12-well format 

were inoculated using the TCID₅₀ assay protocol and grown 

for an additional 5 days (passage 1). On day 5 (120 hours ± 4 

hours) post-inoculation, the supernatant was used to inoculate 

new naïve cells using the 12-well plate format and grown for an 

additional 5 days (passage 2). Cells in the 12-well plates were 

visually scored for CPE at 72 ± 4, 96 ± 4, and 120 ± 4 hpi in the 

A lineage study and at 0 ± 4 hpi and 120 ± 4 hpi in the variant 

strain study. During passaging, a 50 μL aliquot was collected 

from each well at each time point for RNA extraction and analysis 

for viral copy number via qPCR.

Results and discussion
Inactivation of BSL-2 viruses
Enveloped viruses HCoV-229E, RSV-A2, HSV-1, and MHV 

were used as BSL-2 surrogates for SARS-CoV-2 in a BSL-2 

facility. A TCID50 assay was performed with SARS-CoV-2 in a 

BSL-3 facility. Figure 2 shows that all cellular monolayers tested 

with respiratory viruses or viral surrogates, after incubation in 

SpeciMAX buffer, were intact without any visible plaques. HSV-1 

(surrogate for Epstein-Barr virus) and non-enveloped AdV-5 were 

also inactivated with SpeciMAX buffer at the levels tested. The 

results indicated that the broad utility of SpeciMAX buffer was 

effective at inactivating common viral respiratory pathogens. 

Figure 3 shows the results of the plaque assays performed with 

the five viruses inactivated with SpeciMAX buffer and the controls 

mixed with PBS. The plaque assay followed by serial passaging 

demonstrated that no further viral replication occurred in the cell 

cultures after the viruses were treated with SpeciMAX buffer.

Figure 3. Plaque assay confirmation of the indicated viruses after processing in SpeciMAX buffer or PBS (control).

AdV-5 A75 MHV-A59HSV-1 KOS HCoV-229E RSV-A2

SpeciMAX buffer–processed virus

PBS-processed virus



TCID₅₀ assay Serial passages

Buffer tested
Exposure 
time (min)

CPE Serial passage 1 Serial passage 2

Day 3 Day 4 Day 5 Day 3 Day 4 Day 5 Day 3 Day 4 Day 5

SpeciMAX + virus 10 – – – – – – – – –

SpeciMAX + virus 30 – – – – – – – – –

PBS (process 
control) + virus

10 + + + + + + + + +

PBS (process 
control) + virus

30 + + + + + + + + +

Buffer control 
(no virus)

NA – – – – – – – – –

Negative cell 
control (no virus)

NA – – – – – – – – –

Figure 4. SARS-CoV-2 TCID₅0 assay results across serial passages with virus incubated with PBS or SpeciMAX buffer. A + sign indicates CPE 
was observed; a – sign indicates no CPE was observed.

Inactivation of SARS-CoV-2 A lineage —Vero cells
To verify inactivation of SARS-CoV-2, strain USA-WA1/2020 

(2log10 TCID₅₀/mL titer) and SpeciMAX buffer were combined 

in a 1:1 ratio and incubated for 10 or 30 minutes at ambient 

temperature. SpeciMAX buffer was removed via dilution followed 

by buffer exchange, and PBS was utilized as the process control 

buffer. Vero E6 cell monolayers were incubated with each sample 

after buffer exchange and monitored for the presence of CPE 

on days 3, 4, and 5 post-infection (Figure 4). No detectable titer 

was observed after the virus was treated with SpeciMAX buffer 

for 10 or 30 minutes while the process controls retained titers 

of 3.95log10 TCID50/mL, representing a significant reduction in 

titer. The buffer control, which did not contain virus, was used 

after column exchange to monitor for cell toxicity due to buffer 

carryover. The negative cell control was a cellular monolayer 

without buffer or virus.

The results of the TCID₅₀ assay were confirmed by qPCR with 

RNA extracted from serial passages. Vero E6 cell monolayers 

were monitored for signs of CPE on days 3, 4, and 5 post-

infection across two serial passages to monitor for virus 

replication below the limit of detection of the TCID₅₀ assay. RNA 

was extracted at each time point to check for the presence of 

viral RNA via qPCR (standardized to log₁₀ copies/µL). Passage 1 

levels reflected residual RNA, since SpeciMAX buffer stabilized 

RNA. By passage 2, RNA levels had not been increased by 

replicating virus. They were near background levels as they were 

in the negative cell and buffer controls (Figure 5). The lack of CPE 

in TCID₅₀ assays and serial passages combined with qPCR data 

confirmed SARS-CoV-2 inactivation by SpeciMAX buffer.

Inactivation of SARS-CoV-2 variant strain—Vero cells 
expressing viral receptor
A second study for inactivation of SARS-CoV-2 was undertaken 

to improve the resolution of the first study. In the first study, 

we observed an approximate loss in viral titer that was greater 

than 2 logarithmic units due to buffer exchange (Figure 4). 

This method was improved with a one-step resin exchange 

procedure. There was little viral loss, and the method reduced 

the processing time. In the second study we utilized a variant 

strain (hCoV-19/Japan/TY7-503/2021) at a higher titer of 

4.73 x 107 TCID50/mL and a cell lineage that expressed the viral 

receptor. We also used buffer that had been aged for six months 

to determine whether its effectiveness diminished over time. 

Based on the earlier study, day 5 was selected as the most 

appropriate endpoint for SARS-CoV-2 infection in the Vero cells.

Figure 5. Confirmation of the results of the TCID₅0 assay by qPCR 
for SARS-CoV-2 A lineage inactivation. Combined 10 min and 30 min 
data are shown across passages for the CPE buffer control, negative cell 
control, PBS control, and SARS-CoV-2 RNA extracts after treatment with 
SpeciMAX buffer.
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Buffer tested (10-minute exposure) TCID₅₀/mL at day 5 Passage 1 CPE Passage 2 CPE 

Unaged SpeciMAX buffer ≤1.58 x 101 + +

Aged SpeciMAX buffer ≤1.58 x 101 + +

PBS (process control) 2.11 x 105 + +

CPE buffer control (no virus) 0 – –

Negative cell control (no virus) 0 – –

Assay control (no process) 7.34 x 105 + +
 
Figure 6. SARS-CoV-2 variant TCID50 and CPE in Vero cells expressing the viral receptor after the virus was incubated with PBS or 
SpeciMAX buffer for 10 minutes. A + sign indicates CPE was observed; a – sign indicates no CPE was observed.

The results of this study indicated that even with the high-titer 

variant, the high-resolution cell line, and an optimized buffer 

removal method, we were able to quantify a reduction of 4.3 

logarithmic units in replicating SARS-CoV-2 titer (TCID50/mL) 

after only 10 minutes of exposure to SpeciMAX buffer (Figure 6). 

Results were similar for after treatment with aged buffer and 

unaged buffer. In both cases, we detected CPE right at 

or beneath the limit of detection of the assay (≤1.58 x 101 

TCID50/mL). The TCID50/mL for the process control was 2.11 x 105, 

indicating an inactivation level of more than 4 logarithmic units. 

This result both confirmed that we could measure SARS-CoV-2 

titer with higher resolution using the improved assay and 

the ability of SpeciMAX buffer to reduce viral titer by more 

than 4 logarithmic units as defined in EMA guidelines and 

recommendations from Public Health England [12,13].

Conclusions
TCID₅₀ assays, serial passages, and qPCR confirmed that 

the viral inactivation buffer for the SpeciMAX Stabilized Saliva 

Collection Kit was able to inactivate high titers of SARS-CoV-2 

(an enveloped +ssRNA virus) after only 10 minutes of exposure. 

This result was confirmed utilizing a high-titer variant strain and 

a cell line that expressed the viral receptor, which was fine-tuned 

to quantify viral replication. Plaque assays and serial passages 

confirmed inactivation of HCoV-229E, MHV, RSV-A2, HSV-1, and 

AdV-5 after 30 minutes of exposure to SpeciMAX buffer. These 

results indicate that the buffer for the SpeciMAX Stabilized Saliva 

Collection Kit effectively inactivates a broad range of respiratory 

viruses, as measured by direct quantification of viral replication.
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