Thermo

SCIENTIFIC

AThermo Fisher Scientific Brand

CERTIFICATE OF ANALYSIS

Roche T4 917
GMN 11731254216
CATALOG NO. 1731254
KIT LOT NO. 72077309
EXP. DATE 2017 03
ITEM LOT# DOM EXP DATE
EA REAGENT 72069697 04/21/15 2017 04
ED REAGENT 72069698 03/18/15 2017 03
EA RECONSTITUTION BUFFER 72077309 03/06/15 2017 03
ED RECONSTITUTION BUFFER 72077309 03/06/15 2017 03
LOW CALIBRATOR 72156851 05/19/15 2017 05
HIGH CALIBRATOR 72069706 04/28/15 2017 04
PARAMETER SPECIFICATION RESULTS
Patient Correlation Slope 0.95-1.05 1.01
Y-Intercept -0.5 t0 0.5 ug/di 0.0 pg/dL
Correlation >0.980 0.996
Control Quantitation CONTROL 1 85-115% 113%
CONTROL 2 90 - 110% 108%
CONTROL 3 90 - 110% 102%
CONTROL MFGR. NA BIORAD
CONTROL LOT NA 40290
CONTROL EXP. DATE NA 2016 04 30
Value Assignment Low Calibrator 0.0 TO 0.7ug/dl 0.3 pg/dL
High Calibrator, 5 19.0 TO 20.0 ug/dl 19.4 ug/dL

Legal Entity: Microgenics Corporation

Thermo Fisher Scientific
46500 Kato Road
Fremont, CA 94538-7310 USA
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Phone: 510-979-5000
Fax: 510-979-5002
Toll Free: 800-232-3342
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